Abstract: Volatile organic compounds (VOCs) are monitored in numerous fields using several commercially-available sampling options. Sorbent-based sampling techniques, such as solid-phase microextraction (SPME), provide pre-concentration and focusing of VOCs prior to gas chromatography-mass spectrometry (GC-MS) analysis. This study investigated the dynamics of SPME Arrow, which exhibits an increased sorbent phase volume and improved durability compared to traditional SPME fibers. A volatile reference mixture (VRM) and saturated alkanes mix (SAM) were used to investigate optimal parameters for microbiological VOC profiling in combination with GC-MS analysis. Fiber type, extraction time, desorption time, carryover, and reproducibility were characterized, in addition to a comparison with traditional SPME fibers. The developed method was then applied to longitudinal monitoring of Bacillus subtilis cultures, which represents a ubiquitous microbe in medical, forensic, and agricultural applications. The carbon wide range/polydimethylsiloxane (CWR/PDMS) fiber was found to be optimal for the range of expected VOCs in microbiological profiling, and a statistically significant increase in the majority of VOCs monitored was observed. B. subtilis cultures released a total of 25 VOCs of interest, across three different temporal trend categories (produced, consumed, and equilibrated). This work will assist in providing foundational data for the use of SPME Arrow in future microbiological applications.
Introduction
The sampling and analysis of volatile organic compounds (VOCs) is crucial to the success of a number of fields and industries, including the food and fragrance industries [1, 2] , environmental monitoring [3] [4] [5] [6] [7] , and plant ecology [8, 9] . The value of VOCs is also more recently emerging in numerous other fields such as forensic science [10, 11] , biomedical disease detection [12, 13] , and archaeology [14] [15] [16] [17] , where methodologies are adopted from other industries to provide significant steps forward in understanding and aiding human science. Headspace sampling is often used in these fields because analytes can easily be separated from their matrices in an effective manner with minimal contact and/or contamination. After collection, VOCs are analyzed using gas chromatography-mass spectrometry (GC-MS), which is well suited for volatile analysis because separations are conducted in the gas phase. Minimal sample preparation is required for VOC analyses, as volatiles can be trapped diverse habitats because it has the ability to decompose a wide range of organic and inorganic resources including protein, amino acids, ammonium, and nitrate; all of these compounds are forensically-relevant as they are associated with decomposing remains and represent key steps in the nitrogen cycle [41] . Additionally, in medical contexts, B. subtilis has been shown to be associated with cases of food poisoning due to spoiled meat, dermatitis, respiratory problems, tumor infection, bacteremia, and septicemia [42] . Improving our ability to profile temporal trends in volatile byproducts during the metabolic activity of B. subtilis using a more sensitive and robust SPME Arrow technology has implications across all these areas.
There currently exists minimal published data on the SPME Arrow technique to demonstrate optimal conditions for VOC analysis from biological matrices, as well as the dynamics of different VOCs that may be encountered during the sampling process. In particular, the limited studies that highlight SPME Arrow [18, 27, 28, 43] do not target compounds encountered in life sciences applications such as forensic science and biomedical disease detection. The objective of this work was to provide preliminary data on the headspace SPME collection of a range of common VOCs encountered in life sciences applications using this high capacity SPME Arrow technique. A volatile reference mixture (VRM) was created to be used in the assessment of the SPME Arrow collection parameters. Fiber type, exposure time, desorption time, carryover, and method reproducibility were investigated to better understand fiber dynamics. A comparison to traditional SPME fiber design was also performed. Finally, the optimized SPME Arrow collection parameters were applied to the VOC profiling of a microbiological source, the headspace of cultured B. subtilis, which is a common microbe associated with forensic, medical, and agricultural applications.
Materials and Methods

Volatiles Reference Mix (VRM)
The VRM was created from a combination of custom mixtures and individual compounds. Mix 1 contained 2-ethyl-1-hexanol, 1-propanol, 2-propanol, 2-butanone, cyclohexane, and 2-methylfuran in P&T methanol/water (90:10), each at a concentration of 1000 µg/mL (GC grade, Restek Corporation, Bellefonte, PA, USA). Mix 2 contained styrene, 2-methylpentane, 3-methylpentane, 2,4-dimethylheptane, 2-methylhexane, naphthalene, and 1,2,3-trimethylbenzene in P&T methanol, each at a concentration of 1000 µg/mL (GC Grade Quality, Restek Corporation). Mix 3 was a commercially available standard containing benzene, ethylbenzene, toluene, m-xylene, o-xylene, and p-xylene in P&T methanol, each at a concentration of 2000 µg/mL (certified reference mixture grade, Restek Corporation). Individual compounds used were heptanal, dimethyl trisulfide, hexanal, and isoprene (analytical standard grade, Sigma-Aldrich, St. Louis, MO, USA). The solvent used for dilution was HPLC-grade methanol (J.T. Baker, Center Valley, PA, USA).
From the commercial mixes, custom mixes, and individual standards, a series of mixed standards were made for SPME Arrow evaluation. VRM 1 contained mix 1, mix 2, heptanal, dimethyl trisulfide, hexanal, and isoprene each at a concentration of 100 µg/mL, and mix 3 at a concentration of 200 µg/mL. VRM 2 contained mix 1, mix 2, heptanal, dimethyl trisulfide, hexanal, and isoprene each at a concentration of 10 µg/mL, and mix 3 at a concentration of 20 µg/mL. VRM 3 contained mix 1, mix 2, heptanal, dimethyl trisulfide, hexanal, and isoprene each at a concentration of 1.1 µg/mL, and mix 3 at a concentration of 2.2 µg/mL.
In addition to the VRM, a commercial saturated alkanes mix (SAM C ) containing heptane, octane, nonane, decane, undecane, dodecane, tridecane, tetradecane, pentadecane, hexadecane, heptadecane, octadecane, nonadecane, eicosane, heneicosane, docosane, tricosane, tetracosane, pentacosane, hexacosane, heptacosane, octacosane, nonacosane, and triacontane was used, each at a concentration of 1000 µg/mL in hexane (certified reference material grade, Supelco, Bellefonte, PA, USA). The solvent used for dilution was hexane (CHROMASOLV ® Plus, Sigma Aldrich, St. Louis, MO, USA).
From the commercial mix, a series of diluted standards were made for SPME Arrow evaluation. SAM 1 contained SAM C at a concentration of 100 µg/mL. SAM 2 contained SAM C at a concentration of 10 µg/mL. SAM 3 contained SAM C at a concentration of 1.1 µg/mL.
All mixtures were prepared fresh in glass vials (within one month of use) and stored in a freezer between analyses.
Gas Chromatography-Mass Spectrometry (GC-MS) Analysis and Data Processing
The inlet temperature was 250 • C for all trials. The Thermo TRACE Ultra inlet conversion kit (Restek Corporation) and a splitless liner (Restek Corporation, 2.0 × 8.0 × 105 mm) were used for all SPME injections. A Rxi-624Sil MS capillary column was used (Restek Corporation, 30 m × 0.25 mm ID × 1.4 µm film thickness) inside of a Focus GC coupled to a DSQ II (dual-stage quadrupole) mass selective detector (MSD) (Thermo Scientific, Bellefonte, PA, USA). A helium carrier gas flow rate of 1.0 mL/min was used (Airgas, Radnor, PA, USA). The oven temperature was held at 35 • C for 5 min and then increased by 5 • C/min to 240 • C, where it was held for 5 min. The MS transfer line and source temperatures were held at 250 • C and 200 • C, respectively, and the MSD was operated in full electron ionization (EI) scan mode from 40 to 450 m/z at a scan rate of 5 scans/s.
Data acquisition was performed using Thermo XCalibur version 3.0.63. Raw files were imported into Thermo Chromeleon version 7.25 SR5 for further processing. MS detection was performed using the Cobra detection algorithm. Automatic baseline correction was used with peak dependent correlation set at n = 3 spectra for each of the left region bunch, right region bunch, and peak spectrum bunch. Tentative peak identifications were made using the National Institute of Standards and Technology (NIST) 2014 Mass Spectral Library with a forward match factor threshold of 700 and reverse match factor threshold of 700. Data were exported as *.csv files and statistics were generated as described in Section 2.5.
Optimization of SPME Arrow Method
The SPME Arrows under study were coated with one of four different stationary phases: 120 µm carbon wide range (CWR)/polydimethylsiloxane (PDMS), 100 µm PDMS, 100 µm polyacrylate (PA), and 120 µm divinylbenzene (DVB)/PDMS (Restek Corporation). Selection of SPME Arrow stationary phase was performed by static exposure of CWR/PDMS, PDMS, PA, and DVB/PDMS Arrows for 5 min inside sealed headspace vials (Restek Corporation, 20 mL, 22 × 75 mm) containing 10.0 µL of VRM 1 and 1.0 µL of SAM C added with a micropipettor prior to sampling at room temperature.
Following fiber selection, the optimum exposure time was determined for the selected fiber. A range of exposure times were tested including 30 s and 1 min to 15 min (in 1 min intervals). For each trial, the SPME Arrow was exposed inside a sealed headspace vial containing 1.0 µL of VRM 2 and 1.0 µL of SAM 2 added with a micropipettor prior to sampling at room temperature. To determine the optimum time the SPME Arrow needed for complete VOC desorption to occur in the GC inlet, a range of inlet desorption times were tested: 1, 5, 15, 20, 25, 30, 45 , 60, and 90 s. The SPME Arrow was first conditioned at 270 • C for 8 min in the GC inlet, and then exposed for 5 min inside a sealed headspace vial containing 1.0 µL of VRM 1 and 1.0 µL of SAM 1 added with a micropipettor prior to sampling at room temperature. Carryover was also tested by running a series of fiber blanks after saturating the SPME Arrow with VRM and SAM and performing the optimized desorption time to confirm that optimal desorption removed all analytes prior to further analysis. Following exposure, the SPME Arrows were analyzed using the GC-MS method in Section 2.2.
Intraday and interday repeatability using the final sampling parameters were tested using n = 3 replicate vials spiked with 9.0 µL of VRM 3 and 9.0 µL SAM 3 via injection through the septum using a 10 µL syringe (Trajan Scientific and Medical, Ringwood, Victoria, Australia). Finally, a 23 ga. CWR/PDMS PAL SPME Fiber (Restek Corporation) was also compared to the corresponding CWR/PDMS PAL SPME Arrow (Restek Corporation) to assess the magnitude of increased loading using the SPME Arrows. This test was carried out on a single day using n = 3 replicate vials spiked 
Application to Bacillus subtilis Headspace
B. subtilis was isolated in previous work from previous pig (Sus scrofa domesticus) decomposition studies at the university taphonomic research facility. The microbial growth medium used in the current study was standard nutrient agar (HiMedia Laboratories Pvt. Ltd., Mumbai, India). 4.0 mL of growth medium was added to sterilized 20 mL headspace vials (Restek Corporation) as a slant using a sterile serological pipette (VWR International, Radnor, PA, USA). After cooling and solidifying, a VWR Symphony incubator was used to incubate the vials at 24 • C for 72 h to verify they were free of biological contamination. The headspace vials were then inoculated with B. subtilis uniformly over the growth medium using a metal loop. The vials were sealed and sampled using the SPME Arrow using the optimized parameters from the above tests. These parameters were: CWR/PDMS stationary phase, pre-conditioning time of 30 min at 270 • C, exposure time of 5 min, and GC inlet desorption time of 3 min. After sampling, the headspace vial was opened inside the sterilized laminar flow cabinet to purge the headspace of VOCs for 5 min. The headspace vial was resealed and incubated at 24 • C for 24 h. Vials were prepared in triplicate and a single injection of each vial was resampled every 24 h over a five-day period. Uninoculated vials were analyzed in triplicate in a manner identical to the B. subtilis vials.
Statistical Analysis
Statistical analysis was performed on data by importing *.csv files into Prism 7 (Graphpad Software, La Jolla, CA, USA) for univariate analysis and graphing, and the Unscrambler X version 10.5 (CAMO Software, Oslo, Norway) for multivariate analysis. Univariate statistical analysis was performed on raw peak areas. For multivariate analysis, data were normalized using unit vector normalization, scaled by standard deviation and mean centered. The pre-treated data was then subjected to principal component analysis (PCA) for further visualization and characterization. One PCA was performed including all control and bacteria data to demonstrate the differences between vials containing blank agar and those containing bacterial cultures. A second PCA was performed including only bacteria data to demonstrate the differences between samples on each of the days of analysis, in order to highlight the transition in VOCs across the growth phase of the bacteria. Outliers were verified to not exist in both data sets using Hotelling's T 2 ellipse within the Unscrambler X software.
Results and Discussion
Arrow Method Optimization
A variety of sorbent materials are now commercially available as part of the PAL SPME Arrow product line. As such, it was necessary to verify suitability for biological applications, specifically for the range of volatiles expected from microbial sources as described for this study. The results of fiber comparison for the SPME 1.1 mm Arrow range are shown in Figure 1a . The CWR/PDMS fiber recovered the highest overall abundance of combined compounds. This was largely attributed to an above average recovery of analytes across all compound classes, whereas other fibers exhibited low recoveries within specific compound groups. For example, the PA fiber had high abundance for >C 12 n-alkanes; however, short chain alkanes (<C 12 ) as well as branched and cyclic alkanes-such as 2-methylpentane, 3-methyl-pentane, 3-methylhexane, and cyclohexane-could not be detected from the PA fiber. The high total peak area of the PA fiber is largely attributed to high recovery of >C 13 alkanes. The DVB/PDMS and PDMS fibers exhibited lower recoveries than CWR/PDMS and polyacrylate for aromatics, aldehydes, sulfides, and alcohols. Overall, the CWR/PDMS fiber was found to exhibit the highest efficacy for compounds expected within biological matrices such as the headspace of bacterial cultures. The longest n-alkane recovered by the CWR/PDMS fiber was n-heptadecane at a retention time of approximately 41.5 min; therefore, it is unlikely that compounds with a retention index above 1700 would be recovered if the GC-MS conditions employed herein are applied in future work. The GC-MS method extended beyond this time to 52 min, however, no larger alkanes were detected. The comparison of CWR/PDMS Arrows to the CWR/PDMS traditional SPME fibers is displayed in Figure 3 . In this case, the same method (5 min exposure time, 3 min desorption time) was used. For all compounds except for benzene, naphthalene, and >C13 alkanes, the SPME Arrow provided significant increase in recovery (p < 0.05 for Student's t-test). Often, the SPME Arrow recovered more than double the total peak area detected with the traditional SPME fiber. This demonstrates the Further testing of the CWR/PDMS Arrow demonstrated that exposure time peaked in performance after 5 min (Figure 1b) . Though fluctuations in response occurred with longer exposure times, extending the exposure time beyond 5 min did not result in any substantial increase in VOC recovery. Additionally, a saturated CWR/PDMS Arrow was found not to require a lengthy desorption time in the inlet for maximum desorption (Figure 1c ). Sufficient desorption occurred between 40-60 s; however, as the manufacturer recommended a 3 min desorption to ensure conditioning of the Arrow prior to next use, a 3 min desorption was chosen. Carryover testing also confirmed effective conditioning of the fiber prior to next usage. A chromatogram displaying the results of the final SPME Arrow parameters is displayed in Figure 2 . Further testing of the CWR/PDMS Arrow demonstrated that exposure time peaked in performance after 5 min (Figure 1b) . Though fluctuations in response occurred with longer exposure times, extending the exposure time beyond 5 min did not result in any substantial increase in VOC recovery. Additionally, a saturated CWR/PDMS Arrow was found not to require a lengthy desorption time in the inlet for maximum desorption (Figure 1c ). Sufficient desorption occurred between 40-60 s; however, as the manufacturer recommended a 3 min desorption to ensure conditioning of the Arrow prior to next use, a 3 min desorption was chosen. Carryover testing also confirmed effective conditioning of the fiber prior to next usage. A chromatogram displaying the results of the final SPME Arrow parameters is displayed in Figure 2 . The comparison of CWR/PDMS Arrows to the CWR/PDMS traditional SPME fibers is displayed in Figure 3 . In this case, the same method (5 min exposure time, 3 min desorption time) was used. For all compounds except for benzene, naphthalene, and >C13 alkanes, the SPME Arrow provided significant increase in recovery (p < 0.05 for Student's t-test). Often, the SPME Arrow recovered more than double the total peak area detected with the traditional SPME fiber. This demonstrates the higher capacity of sorbent present on the SPME Arrow fibers, specifically for the range of compounds The comparison of CWR/PDMS Arrows to the CWR/PDMS traditional SPME fibers is displayed in Figure 3 . In this case, the same method (5 min exposure time, 3 min desorption time) was used. For all compounds except for benzene, naphthalene, and >C 13 alkanes, the SPME Arrow provided significant increase in recovery (p < 0.05 for Student's t-test). Often, the SPME Arrow recovered more than double the total peak area detected with the traditional SPME fiber. This demonstrates the higher capacity of sorbent present on the SPME Arrow fibers, specifically for the range of compounds expected in biological matrices.
However, the standard deviation of peak areas appeared to be comparable for the two fiber types (Figure 3 
a% RSD of 0.6% on the first of three days of analysis. The interday variation was slightly higher for each compound than intraday variation. The average of the interday % RSD for all compounds was 9.2%. With the exception of naphthalene and the n-alkanes higher than C12, the interday variation was always less than 15% RSD. The naphthalene and higher n-alkane data being higher in variation could possibly be attributed to the fact that these compounds had inherently low recoveries on the CWR/PDMS fiber; therefore, variation in the peak area represented a larger proportion of error compared to the average. The tabulated % RSD for intraday and interday variation by each compound can be found in Supplementary Material, Table S1 . Comparison data for the carbon wide range (CWR)/polydimethylsiloxane (PDMS) fiber using the volatiles reference mix (VRM) 3 and the saturated alkanes mix (SAM) 3. Error bars represent standard deviation based on n = 3 samples. Fibers in both categories were exposed at room temperature for 5 min and analyzed using the same GC-MS method. Statistical significance (*) was determined using the multiple t-test option, correcting for multiple comparisons using the HolmSidak method with α = 0.05. Each compound was analyzed individually, without assuming a consistent standard deviation.
In this study, some compounds on the wide end of the volatility range were not recovered in significantly higher quantities when comparing SPME Arrow with traditional SPME. Benzene and naphthalene were two compounds that were expected to be recovered in higher quantity by SPME Arrow that were not. A previous study comparing some similar volatiles demonstrated a 2.5 fold increase for benzene and 32 fold increase for naphthalene when comparing SPME Arrow to traditional SPME fibers [18] . However, this previous study compared the two types of fibers for the PDMS sorbent [18] and not for the CWR/PDMS fiber used in the study herein. The PDMS Arrow used in the previous study also had a fiber phase volume of 10.2 μL [18] , whereas the current commercial version of the CWR/PDMS Arrow has a phase volume of 3.8 μL. This is in contrast to the traditional Comparison data for the carbon wide range (CWR)/polydimethylsiloxane (PDMS) fiber using the volatiles reference mix (VRM) 3 and the saturated alkanes mix (SAM) 3. Error bars represent standard deviation based on n = 3 samples. Fibers in both categories were exposed at room temperature for 5 min and analyzed using the same GC-MS method. Statistical significance (*) was determined using the multiple t-test option, correcting for multiple comparisons using the Holm-Sidak method with α = 0.05. Each compound was analyzed individually, without assuming a consistent standard deviation.
In addition, it was originally hypothesized that larger recovered peak areas may result in a difference in the reproducibility of the SPME Arrows compared to the traditional SPME fibers. However, the standard deviation of peak areas appeared to be comparable for the two fiber types (Figure 3) . The % RSD on the peak area of each compound was found to be, on average, less than 5.8% for intraday variation (n = 3 replicates measured on three individual days). Naphthalene, 1,2-3-trimethylbenzene, and the n-alkanes larger than C 12 were the only compounds that exhibited intraday variation greater than 10%. Naphthalene exhibited the highest intraday variation with a % RSD of 24.5% on the first of three days of analysis. The lowest intraday variation was for nonane with a% RSD of 0.6% on the first of three days of analysis. The interday variation was slightly higher for each compound than intraday variation. The average of the interday % RSD for all compounds was 9.2%. With the exception of naphthalene and the n-alkanes higher than C 12 , the interday variation was always less than 15% RSD. The naphthalene and higher n-alkane data being higher in variation could possibly be attributed to the fact that these compounds had inherently low recoveries on the CWR/PDMS fiber; therefore, variation in the peak area represented a larger proportion of error compared to the average. The tabulated % RSD for intraday and interday variation by each compound can be found in Supplementary Material, Table S1 .
In this study, some compounds on the wide end of the volatility range were not recovered in significantly higher quantities when comparing SPME Arrow with traditional SPME. Benzene and naphthalene were two compounds that were expected to be recovered in higher quantity by SPME Arrow that were not. A previous study comparing some similar volatiles demonstrated a 2.5 fold increase for benzene and 32 fold increase for naphthalene when comparing SPME Arrow to traditional SPME fibers [18] . However, this previous study compared the two types of fibers for the PDMS sorbent [18] and not for the CWR/PDMS fiber used in the study herein. The PDMS Arrow used in the previous study also had a fiber phase volume of 10.2 µL [18] , whereas the current commercial version of the CWR/PDMS Arrow has a phase volume of 3.8 µL. This is in contrast to the traditional SPME fiber phase volume of 0.6 µL used in both studies. The differences in phase coating and phase volume likely contributing to the inconsistency in results compared to the previous report. However, it is important to stress that the responses recovered for these two compounds were still sufficient for detection and quantification, and therefore, this does not represent a significant challenge.
Bacillus subtilis Profiling
The application of this method to the profiling of B. subtilis can provide valuable information about the volatiles produced throughout its growth cycle. Table 1 depicts the compounds that were detected using the above optimized method. Originally, it was hypothesized that the blank agar samples would produce low level VOCs that would remain stable over time. It was also expected that the bacteria would produce additional VOCs that would surpass levels in the uninoculated samples or not be detected in the uninoculated samples. However, this only represented a single category of compound production and compounds were classified into one of three categories as depicted in Figure 4 . The initial category was referred to as Category 1 ("produced VOCs") and represents the situation where a VOC was not produced, or was produced at lower levels by comparison, in the uninoculated controls and at higher abundance by the bacteria. In Category 2 VOCs ("consumed VOCs"), the level of the compound was higher in the uninoculated controls and found at a lower concentration in the bacterial samples. Finally, Category 3 VOCs ("equilibrated VOCs") appeared to be those which were either higher or lower in the bacterial samples initially, but eventually equilibrated with the level of the VOC in the uninoculated controls with time. Note that for Category 3 compounds, no significant difference between the two data series was found for any of these VOCs. For all Category 1 ('produced') and Category 2 ('consumed') compounds, a significant difference between the time series for controls and bacterial samples was detected ( Table 1 ). The only exception to this was for 3-methyl-2-pentanone (Category 1), likely due to the minimal difference observed between the controls on days 0 and 1 impacting the overall statistical difference in the time series. However, the difference in 3-methyl-2-pentanone production by the bacteria in comparison to the controls did appear to be substantial on the later days monitored (days 2-4). The peak for 3-methyl-2-pentanone also eluted at a very similar retention time to the toluene peak. Though different quant ions were used in integration for these two compounds, an improved chromatographic separation in this region may also reveal a more significant trend in 3-methyl-2-pentanone. Table 1 . Compounds of interest identified from solid-phase microextraction (SPME) Arrow sampling of Bacillus subtilis over a five-day period. Compound labels refer to labels in Figures 4 and 5 . The number of samples used to calculate retention time and retention index for each compound is listed for each value. The longitudinal data for each compound of interest was tested for significance (*) when comparing the level of the compound in the uninoculated control to the bacterial sample over five days. Significance was tested using an unpaired two-tailed Student's t-test with α = 0.05. This preliminary study on B. subtilis identified 25 compounds in the course of the trial. Some of these compounds exhibited significant trends over time, while some did not differ significantly from levels in the uninoculated controls. It is important to note that this was a preliminary investigation using a new sampling technique, and that changing the conditions used in this study will likely impact the identified VOCs. For example, if more advanced separation technology was used, such as comprehensive two-dimensional gas chromatography-mass spectrometry (GC×GC-MS), it is possible that further deconvolution of low-level co-eluting peaks may uncover additional compounds or allow more robust compound identifications. One particular example of this was the lack of a significant difference over time being detected for the compound 3-methyl-2-pentanone, despite the substantial increase in amount of this compound on days 2-4 of B. subtilis monitoring. Since this particular compound has a very close retention time to toluene, but a very different chemical structure, a two-dimensional separation would benefit the chromatographic separation of these peaks and potentially improve detection of a significant trend. In addition, other experimental parameters may also contribute to the specificity of detected compounds. In this study, bacteria were cultured on standard nutrient agar; however, the use of different growth media (e.g., tryptic soy agar, blood agar), would have provided the bacteria with different sources of nutrients for their metabolism, likely impacting detected VOCs. Future studies will be aimed at identifying the variation in VOC profile with different growth media. Despite these parameters that could change the resulting VOC profile detected, this study provides preliminary data on SPME Arrow sampling dynamics from microbiological sources which will provide a foundation for future studies.
Label
Considering the multivariate nature of the data obtained from these 25 compounds of interest, visualizing the changes in the overall VOC profile of B. subtilis over time was desired. PCA was conducted in order to observe these multivariate trends ( Figure 5) . Overall, the bacterial samples on Day 0 (immediately after culturing) appeared to produce a VOC profile very similar to the control samples on Day 0. The blank agar samples shifted in VOC profile over time; however, the trend for bacterial samples was distinctly different from the shift in VOC profile of controls (Figure 5a ). The When monitoring trends in VOC profile, several analytical priorities exist. First, it is important to use a sampling method that allows a wide range of compounds to be recovered with high efficiency. In this study, this was achieved by implementing the SPME Arrow technique and choosing a fiber type that targeted a wide range of volatiles that were specifically of interest and known to be produced by bacterial metabolism. Second, it is important that the reproducibility of a higher capacity sampling technique remains high priority. In this study, the magnitude of difference in certain VOCs over time and in comparison to blank agar was often very minimal. However, these minimal differences could be relevant quantities to life science applications and therefore, without high precision in the sampling technique, it may not be possible to detect subtle yet important differences in VOC amount. In this study, the reproducibility of SPME Arrow was verified to be adequate for usage in microbiological sampling. Finally, optimal and precise recovery is needed for a quantitative approach to VOC production in order to compare absolute concentrations of VOCs across studies. While absolute quantification was not performed in this study, the analytical parameters established for the SPME Arrow and GC-MS approach indicate that absolute quantification of VOCs is possible and a priority for future research studies. This has recently been highlighted as being critical for advancement of life sciences applications such as monitoring of breath VOCs for medical diagnostics [44] . However, the sentiments in this call for action can also be extended to other areas of importance such as the monitoring of VOCs from decomposing remains for forensic search and recovery [45] . In these application areas, microbial communities play a significant role in VOC production and, therefore, linkage of VOC trends through robust quantification is an important consideration for future advancement in these fields.
This preliminary study on B. subtilis identified 25 compounds in the course of the trial. Some of these compounds exhibited significant trends over time, while some did not differ significantly from levels in the uninoculated controls. It is important to note that this was a preliminary investigation using a new sampling technique, and that changing the conditions used in this study will likely impact the identified VOCs. For example, if more advanced separation technology was used, such as comprehensive two-dimensional gas chromatography-mass spectrometry (GC×GC-MS), it is possible that further deconvolution of low-level co-eluting peaks may uncover additional compounds or allow more robust compound identifications. One particular example of this was the lack of a significant difference over time being detected for the compound 3-methyl-2-pentanone, despite the substantial increase in amount of this compound on days 2-4 of B. subtilis monitoring. Since this particular compound has a very close retention time to toluene, but a very different chemical structure, a two-dimensional separation would benefit the chromatographic separation of these peaks and potentially improve detection of a significant trend. In addition, other experimental parameters may also contribute to the specificity of detected compounds. In this study, bacteria were cultured on standard nutrient agar; however, the use of different growth media (e.g., tryptic soy agar, blood agar), would have provided the bacteria with different sources of nutrients for their metabolism, likely impacting detected VOCs. Future studies will be aimed at identifying the variation in VOC profile with different growth media. Despite these parameters that could change the resulting VOC profile detected, this study provides preliminary data on SPME Arrow sampling dynamics from microbiological sources which will provide a foundation for future studies. compounds largely responsible for differentiating the B. subtilis samples from the controls in the direction towards the right were the Category 1 compounds (i.e., those VOCs produced in high abundance in the bacteria samples and low abundance in the controls). After removing the controls from the analysis and investigating the longitudinal trends of B. subtilis, these Category 1 compounds were responsible for distinguishing the difference between Day 0 and the following days of monitoring; however, the remaining Category 2 and Category 3 compounds appeared to also be important in distinguishing the temporal differences between days 1-4. A number of Category 2 compounds appeared on the far right side of the loadings plot (Figure 5d ), as these were the compounds which were consumed in the bacteria samples and present at lower abundance in comparison to the blanks, resulting in the appearance of the PCA scores for later time points on the left side of the scores plot (Figure 5c ). Some Category 2 compounds also appeared in the lower left quadrant of the loadings plot (Figure 5d ) indicating that they were important markers of the longitudinal progression in VOC profile of B. subtilis. Though not performed in this study, future monitoring of bacterial growth phase, microscopically or through spectrophotometric analysis, may also assist in better understanding these longitudinal trends. Table 1 .
Conclusions
SPME is a sorbent-based VOC collection technique that has gained widespread popularity across many life science applications due to its ability to focus and enrich the sample using minimal specialized equipment. SPME Arrow offers these same advantages, yet with an increase in sorbent phase volume and alterations to the SPME fiber design that have the ability to increase its mechanical Table 1 .
Considering the multivariate nature of the data obtained from these 25 compounds of interest, visualizing the changes in the overall VOC profile of B. subtilis over time was desired. PCA was conducted in order to observe these multivariate trends ( Figure 5) . Overall, the bacterial samples on Day 0 (immediately after culturing) appeared to produce a VOC profile very similar to the control samples on Day 0. The blank agar samples shifted in VOC profile over time; however, the trend for bacterial samples was distinctly different from the shift in VOC profile of controls (Figure 5a ). The compounds largely responsible for differentiating the B. subtilis samples from the controls in the direction towards the right were the Category 1 compounds (i.e., those VOCs produced in high abundance in the bacteria samples and low abundance in the controls). After removing the controls from the analysis and investigating the longitudinal trends of B. subtilis, these Category 1 compounds were responsible for distinguishing the difference between Day 0 and the following days of monitoring; however, the remaining Category 2 and Category 3 compounds appeared to also be important in distinguishing the temporal differences between days 1-4. A number of Category 2 compounds appeared on the far right side of the loadings plot (Figure 5d ), as these were the compounds which were consumed in the bacteria samples and present at lower abundance in comparison to the blanks, resulting in the appearance of the PCA scores for later time points on the left side of the scores plot (Figure 5c ). Some Category 2 compounds also appeared in the lower left quadrant of the loadings plot (Figure 5d ) indicating that they were important markers of the longitudinal progression in VOC profile of B. subtilis. Though not performed in this study, future monitoring of bacterial growth phase, microscopically or through spectrophotometric analysis, may also assist in better understanding these longitudinal trends.
SPME is a sorbent-based VOC collection technique that has gained widespread popularity across many life science applications due to its ability to focus and enrich the sample using minimal specialized equipment. SPME Arrow offers these same advantages, yet with an increase in sorbent phase volume and alterations to the SPME fiber design that have the ability to increase its mechanical robustness. As such, many life scientists may desire more information about the resulting effects of advancing to an SPME Arrow approach in the future.
This study provides foundational data on the sampling dynamics of commercially-available SPME Arrow in biological applications. The CWR/PDMS fiber was found to be a suitable fiber type for the expected range of volatiles. A sampling extraction time was optimized at 5 min (room temperature) with a 3 min inlet desorption time. Carryover of VOCs was not observed using the optimized method. A significant increase in recovery was observed for most analytes using the CWR/PDMS SPME Arrow. For some compounds where a significant increase was not observed (e.g., benzene, naphthalene), recovery was found to be comparable to the traditional SPME fiber and remained above sufficient levels for analysis. The optimized method produced intraday repeatability values of peak area less than 10% and interday repeatability values of peak area less than 15%, indicating sufficient precision for monitoring longitudinal trends in biological applications.
Finally, the optimized SPME Arrow method was applied to B. subtilis cultures and monitored over a five-day period. A total of 25 VOCs were identified across three longitudinal trend categories. In the 'produced VOCs' category, compounds were detected higher in abundance in the bacterial samples than in the control samples over time. In the 'consumed VOCs' category, compounds were detected in lower abundance in the bacterial samples than in the control samples over time. In the 'equilibrated VOCs' category, compounds were either higher or lower in the bacterial samples initially, and eventually equilibrated with levels in the control samples. Compounds in the 'produced VOCs' and 'consumed VOCs' categories generally represented compounds that exhibited a significant difference between the two types of samples, while 'equilibrated VOCs' did not. The SPME Arrow method allowed for a sensitive, selective, and repeatable VOC sampling methodology to be used on bacterial samples, which is imperative to future quantitative approaches using SPME Arrow for microbiological VOC monitoring.
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